Introduction: The effect of patient position and patient cooperation on the accuracy of emergency weight estimation systems has not been evaluated previously. The objective of this study was to evaluate weight estimation accuracy of the Broselow tape, the PAWPER XL tape, the Mercy method, and a custom-designed mobile phone App in a variety of realistic simulated paediatric emergencies. Methods: This was a prospective study in which 32 emergency medicine volunteers participated in eight simulations of common paediatric emergency conditions, using children models. The participants used each of the four methods to estimate the children's weight. The accuracy of and time taken for the weight estimations were evaluated for each method. A regression analysis determined the effects of patient position and cooperation on weight estimation accuracy. Evaluation of subgroups of best-performers and worst-performers among the participants provided information on the effects of human user-error on weight estimation accuracy. Results: The Broselow tape, Mercy method, App and the PAWPER XL tape achieved percentages of weight estimation within 10% of actual weight in 47.7, 57.3, 68.1, and 73.0% of estimations, respectively. Patient position and cooperation strongly impacted the accuracy of the Broselow tape, had a minimal effect on the Mercy method and the App, and had no effect on the PAWPER XL tape. The best performing participants achieved very high accuracy with all methods except the Broselow tape. Discussion: The Mercy method, the App, and the PAWPER XL tape achieved exceptionally high accuracy even in uncooperative and sub-optimally positioned children when used by the best-performing participants. Human error, from inexperience and inadequate training, had the most significant impact on accuracy. The Mercy method was the most subject to human error, and the PAWPER XL tape, the least. Adequate training in using weight estimation systems is essential for paediatric patient safety.
Introduction
During the management of paediatric emergencies, errors in drug dosing arising from inaccurate estimations of weight can potentially lead to poor outcomes [1] [2] [3] . It is therefore imperative that weightestimation errors be minimised, so that optimum treatment can be delivered during emergency care. Weight estimation systems that have been proven to be accurate should be used and healthcare providers should be well-trained in their use [4, 5] . An accurate weight estimation system, however, may not necessarily lead to accurate weight determination as there are other potential sources of errors that must be considered [6] [7] [8] . Health care providers must account for the complexity of the weight estimation system, the experience of the users in weight estimation, and patient factors. These include: inherent limitations of the weight estimation system itself (e.g., age-based weight estimation is not accurate) [9] , incorrect use of the device or system [10, 11] (even simple systems are susceptible to error when used by under-trained individuals [12] [13] [14] ), or there may be difficulty in using the device or system because of suboptimal patient positioning or uncooperative patients (e.g., the use of a length-based tape in a sitting patient or in a combative, hypoxic child).
Two-dimensional weight estimation systems, which make use of length and habitus to estimate a weight, such as the Mercy method and the PAWPER XL tape, are the most accurate of all the existing weight estimation methodologies [2, 15] . However, they have never been evaluated under real or simulated resuscitation conditions. These systems are slightly more complex than simple length-based methods and so, may be more vulnerable to human errors during the stress of emergency care. A weight estimation system that is accurate, but unusable during emergencies, would be of little value.
Advances in technology can also be applied in this setting to reduce errors and cognitive load in emergencies. A mobile-phone App that could rapidly provide accurate point-of-care estimations of weight could be extremely useful. The Emergency Drug Dosing 4 Children App was designed to generate estimations of weight, but it has not previously been formally evaluated for patient and human factors [16] .
The aim of this study was primarily to evaluate the accuracy of the four weight estimation systems, the Broselow tape, the Mercy method, the PAWPER XL tape, and a weight estimation App, under realistic simulated resuscitation scenarios. We also aimed to establish whether patient factors, including patient positioning and patient cooperation, and participant human error factors, including individual variations in competency, had a substantial impact on the accuracy of the weight estimation.
Methods
This study was a prospective, simulation study conducted in the Emergency Centre of a tertiary, academic hospital in Johannesburg, South Africa. Emergency medicine registrars, emergency medicine consultants, and senior advanced life support paramedics invited to participate in the study. All participants had at least five years' postgraduate experience. Permission to conduct the study was obtained from the Human Research Ethics Committee of the University of the Witwatersrand. All participants signed an informed consent form. An estimated sample size of 30 participants was required to detect a 10% difference in accuracy between the methods based on the McNemar test, powered to 80% at a 0.05 significance level and assuming a baseline accuracy of 70%.
Eight simulation stations were prepared, each recreating a commonplace emergency scenario, with a child volunteer who simulated the medical condition, patient position, and degree of cooperation specified for the scenario (Table 1) . The scenarios were chosen to recreate a spectrum of common realistic medical circumstances in which children might not be supine and not cooperative. Some children were fully cooperative, some simulated actively uncooperative patients, such as with a seizure, and some were passively uncooperative, such as during a cardiac arrest. The children were positioned in clinically realistic positions, for example, a supine position for a child in cardiac arrest and a sitting position for a child in respiratory distress.
All participants attended a formal one-hour training session with the weight estimation methods and had an opportunity to practice to their satisfaction before starting the simulation. At each station, every participant used all four techniques to estimate weight. The sequence of methods used was different in each station, based on a randomised, predetermined order. The participants were instructed to obtain each weight estimate independently, not taking the results of the other methods into account. They were informed that the estimations might not be the same between the different methods. They were blinded to the measured weight of the children and the weight estimates of other participants. The time taken to estimate the weights was recorded by a time-keeper.
Upon completion of the six minutes allocated for each station, the participants rotated to the next station until all eight stations were completed. The participants then completed a questionnaire on their experiences with the different systems. Finally, the investigators, experts in the use of the weight-estimation methods, used each system in each child model, now fully cooperative, to provide control data for weight estimation accuracy under ideal circumstances.
Four weight estimation methods were tested in this study ( Fig. 1) : the PAWPER XL tape [2, 17] , the Broselow tape 2011 edition A, the Mercy method [15] and the Emergency Drug Dosing 4 Children mobile phone App. The performance of weight estimation of each system was evaluated for accuracy, bias and precision. Accuracy was represented by the percentage of estimations falling within 10% and 20% of actual weight (PW10 and PW20). The PW10 is a method of quantifying the overall accuracy of a weight estimation system and takes both bias and precision into account. An acceptable accuracy for a weight estimation system has been suggested to be a PW10 > 70% [18] . The PW20 provides a measure of overall accuracy, but also provides an indication of the critical errors produced by a weight estimation system: those with a > 20% error. An acceptable critical error rate for a weight estimation system has been suggested to be 5% (PW20 > 95%) [19] . The bias was represented by the mean percentage error of estimations and the precision by the 95% limits of agreement of the percentage error; these were the Bland & Altman limits of agreement i.e., MPE ± 1.96 × standard deviation of percentage error. We determined the weight estimation accuracy achieved by each individual participant and calculated the accuracy data for the subgroups of best-performing and worst-performing participants. We then compared the systems based on overall accuracy (PW10 data) using the McNemar test for paired nonparametric data; we calculated odds ratios for the significant outcomes. We used the Mann-Whitney test to make comparisons between the times taken to complete the estimations.
In order to identify the effects of patient characteristics on the accuracy of weight estimation, we performed a multiple logistic regression analysis for each of the systems, with weight estimation accuracy, defined as estimates within 10% of actual weight, as the dependent variable and patient length, habitus score, position and cooperation as the independent variables. We quantified the effect sizes of statistically significant findings using crude and adjusted odds ratios. We used the R 2 to measure how much variability was explained by each model.
The primary outcome measure was weight estimation accuracy (based on PW10 data). The secondary outcome measures were the time taken to complete weight estimation and feedback from the participants on the use of the systems.
A p < 0.05 was regarded significant for all statistical tests, including the predictors in the multivariate models. Statistical analysis was performed using Stata (StataCorp, 2015, Stata Statistical Software: Release 14, College Station, TX: StataCorp LP).
Results
Thirty-two participants were enrolled in the study with a variety of demographics (Table 1) .
This study determined the accuracy of weight estimation for each method, the experts' control data, and the times taken for weight estimation ( Table 2 ). The PAWPER XL tape and the App had the highest accuracy, least bias, and best precision. The PAWPER XL tape and the App also had the lowest critical error rate, 4.8% and 5.0% respectively, and the Broselow tape the highest at 34.4%. This pattern was repeated with the experts' weight estimation control data (Fig. 2) .
The data for the weight estimation accuracy by the participants and the expert "controls" were calculated with the groups of best and worst performers in each system (Table 2) . A negative figure in the mean percentage error and percentage error limits of agreement indicates an underestimation of weight (Table 2) . Statistical tests used for the comparisons were the McNemar test for paired outcome comparisons and the Mann-Whitney test for paired time-data. The superscripts designate significant differences in the comparisons between the weight estimation systems; for example, in the Broselow tape column, the PW10 data "47.7
ed,mm,pt " indicates a significant difference in the comparisons between the PW10 of the Broselow tape bt , the EDD4C app ed , the Mercy method mm and the PAWPER XL tape pt (Table 2) .
Statistical testing was not performed on the mean percentage error (MPE) data as statistically significant differences in bias provided limited information. There was substantial variation between individual participants in the accuracy of weight estimation achieved. The highest-performers amongst the participants achieved exceptionally good accuracy with the Mercy method, the App and the PAWPER XL tape, achieving PW10s of 78.6%, 80.4% and 83.6% respectively. The worst-performers were least accurate with the Mercy method when compared with the App and the PAWPER XL tape, achieving PW10s 36.2%, 55.6% and 62.5% respectively.
The Broselow tape and PAWPER XL tape had significantly faster estimation times than the App and Mercy method, with about 80% of estimations completed within 30 s. Even with the slower methods, weight estimation was completed in less than one minute in more than 75% of scenarios. Multiple regression analysis were also performed ( Table 3 ). The accuracy of the PAWPER XL tape was unaffected by the children's length, habitus, position or degree of cooperation, the Mercy method and the App were slightly affected, but the Broselow tape was significantly impacted by these factors. For the Broselow tape, habitus deviations from the average were associated with the largest impact on accuracy. Position and cooperation had no effect on the time to obtain weight estimates for any system, but taller and overweight children had slightly slower weight estimation times with the App.
Discussion
This is the first study to have evaluated the Mercy method and the PAWPER XL tape in a simulated resuscitation setting. It is also the first to have evaluated a weight-estimation App and the first study to have evaluated the effects of suboptimal patient positions and behaviour on weight estimation accuracy.
When considering the accuracy of the systems, the Broselow tape was not ideal according to the results of this study. Its performance was similar to that reported in many previous articles with PW10s between 45% and 60%, however its accuracy was better than its performance in very underweight populations with PW10s between 10% and 30% [20] [21] [22] [23] . Both its poor accuracy and high critical error rate continue to raise doubts about its safety when used to guide drug dose calculations in many populations. The Mercy method has previously been shown to be very accurate in populations from both high-income and low-and middle-income countries across the world with PW10 70-80% [2, [24] [25] [26] [27] [28] . In this study, its accuracy was substantially lower with a PW10 of 57%, but it was comparable to the accuracy reported when the method was used by non-experts with PW10 46-53% [11, 24] . The PAWPER XL tape performed very well in this study with a PW10 73.0%, similar to the results from the only other previous study on the PAWPER XL tape [17] . The App achieved a moderate degree of weight estimation accuracy, but was slightly less accurate than the PAWPER XL tape-system on which it is based. This data was encouraging, however, and supports the value of further research into weight estimating pointof-care mobile phone apps, in addition to the tape-based PAWPER XL system. The use of an App that could provide an accurate estimate of weight as well as comprehensive information on drug dosing would be enormously useful.
The accuracy data from the experts illustrated the excellent levels of accuracy the two-dimensional weight estimation systems could achieve in an ideal scenario. The difference in accuracy between the experts and the participants was a strong indication that patient-induced errors, such as from patient positioning or lack of cooperation, or user-induced errors impact weight estimation accuracy, more than an inaccuracy of the methodology itself [11, 29] .
The effects of length and habitus were important for the Broselow tape: the tape was significantly and substantially less accurate in underweight and overweight children, a major disadvantage common to all length-based weight estimation systems [9, 30] . It is also the reason that the Broselow tape has been repeatedly shown to be inaccurate in populations with a high prevalence of underweight or obese children, or both [31] . Length plus a measure of habitus is required for an accurate weight estimation [32] . Taller children also had a reduced accuracy of weight estimation with the Broselow tape. Since the length limitations of the tape are quite restrictive at 145 cm, children as young as nine or ten years of age may not receive accurate weight estimations [33] . While children "too tall for the tape" are often excluded during research studies, this is not possible in the real world. In this study, two children were too tall for the tape and had substantial underestimation of their weight, despite the participants following the manufacturers' guidelines for this scenario to use an adult weight.
Length and habitus had a far smaller impact on the accuracy of the Mercy method and the App, and none at all on the PAWPER XL tape, because the two-dimensional systems take both length and habitus into account in the estimation methodology [2, 15] . The observed associations were unlikely to significantly impact on overall accuracy. Previous studies on the original PAWPER tape showed a high accuracy in populations with a low prevalence of obesity with a PW10 > 80%, but a lower accuracy in populations with a high incidence of obesity with a PW10 60-70% [2, 24, 34, 35] . The lack of association with habitus in this study provided preliminary evidence that the PAWPER XL tape may have addressed this problem. Suboptimal patient positioning and lack of patient cooperation negatively influenced the performance of the Broselow tape considerably, which was far more evident than in the other weight estimation systems. The tentative explanation for this is that the width of the tape at 95 mm may have made it cumbersome and difficult to manipulate in sitting or uncooperative children.
There was a similar, although smaller, association with the Mercy method: it was slightly less accurate in uncooperative children, but it was more accurate in sitting children, while the opposite was true for the App. Since the best performers amongst the participants demonstrated little difference in accuracy to that of the experts using the systems under ideal circumstances, the net adverse effects of position and cooperation were likely to be a decrease in accuracy of only a few percentage points at most.
There was no association between patient position or behaviour and the performance of the PAWPER XL tape. The negligible difference between the best participants' accuracy and the experts' accuracy under ideal circumstances confirmed the resilience of this method in this respect. The smaller width of the tape of 40 mm, when compared with the Broselow tape, may have made it easier to manipulate in uncooperative or sitting patients.
When considering the effects of human factor errors, the results achieved by the experts proved that it was possible to achieve a high level of weight estimation accuracy in these children with the Mercy method, the PAWPER XL tape, and the App. Furthermore, the subgroup of best-performers amongst the participants proved that it was possible to achieve a high degree of accuracy despite the adverse patient factors. Human error factors were therefore far more significant and important: it is likely that training, experience and inherent skill played the major role in determining the final accuracy of weight estimation. This has been shown previously in a human factor errors analysis on the Mercy method, which showed very poor accuracies in 80 minimally-trained users [11] . In this study, the largest disparity between the accuracy of the best-performing and worst-performing participants was seen with the Mercy method, which suggests that this more complex technique was the most vulnerable to human error. This gap, while still present, was not as marked with PAWPER XL tape and the App. Differences in accuracy between experienced and inexperienced users have been shown in other studies with the PAWPER tape, although even brief formal training sessions with users eliminated these errors [2, 35, 36] .
Even the Broselow tape, which appears to be simple to use, has been found to be dependent on training: errors are extremely common unless users have been formally trained with the tape [10, 37] . The very positive aspect of these findings is that appropriate training is likely to enable high levels of accuracy to be consistently reproduced in real-life practice with the PAWPER XL tape and the Mercy method [38] . Proper training in weight estimation for use in emergencies should not be ignored and should probably be included as part of paediatric advanced life support courses as well as routine paediatric simulation training.
The Broselow tape and the PAWPER XL tape were both successful at providing a rapid estimate of weight. While this finding was expected for the Broselow tape, in the case of the PAWPER XL tape, it confirmed that habitus assessment was a quick process and therefore probably added minimal cognitive stress. The Mercy method, however, was significantly slower. The multiple measurements and calculations required were the cause of this delay. The use of the App was relatively slow because it was hindered by a scrollbar data-entry system that was very time-consuming to use. Despite the relative slowness of these two systems, however, they did not take longer than 60 s to complete. Although there is no published benchmark for weight estimation times, these systems were all satisfactorily efficient.
One of the most interesting findings of the study was that many of the participants realised that they required more training and practice in weight estimation than they had expected. Although they had considered themselves to be well-trained, they discovered during the simulations that they did not have enough practice.
The Mercy method was found to be complex and too difficult to use in an emergency but, despite its limitations, the App was well-liked. The PAWPER XL tape was regarded by most participants as the most appropriate of the methods for clinical emergency usage.
There were technical problems with fluctuating Wi-Fi access for the Emergency Drug Dosing 4 Children App within the hospital precincts on the day of the study. This slowed its functioning and may have skewed data against the App.
Performing sequential weight estimations could potentially have introduced bias, but this was addressed by rotating the order of estimations. A previous study using a similar protocol, however, did not demonstrate any bias from sequential weight estimations [11] .
We did not evaluate the participants' previous experience with weight estimation methods. Since some methods are commonly used in South Africa, such as the Broselow tape, these methods may have been more familiar to the participants.
The sample of children in this study was skewed to an older agegroup, so the weight estimation accuracy findings might not be generalizable to a younger population. The findings with regards to patient-induced errors and user-induced errors might not remain true and relevant in all age-groups, however. Most weight estimation systems are more accurate in younger children, which may also have biased the results towards those systems, such as the PAWPER XL tape, which are accurate across a broad range of age-groups.
The Broselow tape performed poorly in this study, as in many others before, and it is difficult to see an ongoing future role for the tape when compared to other, newer weight estimation systems. It was the method most affected by suboptimal patient positioning and behaviour. The accuracy of the Mercy method was only slightly impacted by adverse patient positioning and behaviour, but was the system most affected by human factor errors. The App achieved reasonable accuracy, but was the slowest of the methods evaluated because of design limitations. It was only slightly affected by patient factors, but was impacted by differences in ability between participants. The App was popular with the participants but needs further research. The PAWPER XL tape was completely unaffected by patient factors and was the most resilient and least vulnerable to human factor errors, although these still had a significant impact on its overall performance.
While patient factors frequently cannot be safely changed to improve weight estimation accuracy, human factor errors can be reduced through training. Paediatric weight estimation training should become an integral part of resuscitation simulation teaching.
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